Daily User Guide

Fuji DRI-CHEM NX500i

Sample Material

e Lithium-Heparin Plasma, Serum

Switch on / off

e Press power switch next to the display to switch on and off (Fig. 1)

Standby Mode

e Standby mode starts after 20 minutes without using
e Photometer lamp switches off and display turns black

e Touch display to activate the instrument again

e Instrument boots up again and is ready-to-use after 5 minutes

Sample Preparation

e Centrifuge the blood sample

e Take reagents out of the fridge

o When opening a new box,
d read in the QC-Card (Fig. 2)

* Place pipette tips in position a, b, ¢, d (Fig. 3)

e For Na-K-Cl measurement fill reference fluid
in 0.5 ml Fuji tube (Fig. 4)

o Fill one half of the Fuji tube
o Close cap after using

o Store in the fridge

o Discard after 1 week
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Run a Sample

1. Setslides in the cartridge

o Barcode down

diluted/cCRP

o Na-K-Clslides first, arrows to the right

o Place the weight

2. Insert slide cartridge (Fig. 5)

3. Insert sample (Fig. 6]

4. Enter Patient-ID and select species (Fig. 7)

o If necessary, select menu item »Measurement« before (Fig. 8)
5. Close instrument cover

6. Press START
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Reprint & Retransmit Result
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1. Menu: select ,,Result Search” (Fig. 8)
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Select result

2
3. Select button to reprint or retransmit results:

o Reprint result
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Fig. 8

o Retransmit result
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Automatic Dilution

If results are above the measurement range, the measurement on the
Fuji DRI-CHEM NX500 can be repeated in the automatic pre-dilution
mode. The measurement result of the diluted sample is automatically
calculated by the Fuji DRI-CHEM NX500i.

1. Insert patient sample and slide (see ,Run a Sample”, step 1-4)

Insert pipette tips (Auto-Tips)

Place Mixing Cup in the mixing cup holder

own

Fill the left chamber of the Mixing Cup completely
with physiol. NaCl solution

Enter patient ID

Select species

Select pre-dilution
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Close instrument cover

Press START
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cCRP-Measurement

cCRP Measurement

1. Insert patient sample and slide (see ,Run a Sample”, step 1-4)

Insert pipette tips (Auto-Tips)

Place mixing cup in the mixing cup position

Fill left chamber of the mixing cup with 300pL of cCRP Diluent DL
Enter patient ID

Select species

Close instrument cover

Press START

cCRP Measurement in Pre-Dilution Mode

If cCCRP results are above the measurement range, the measurement
on the Fuji Dri-Chem NX500 can be repeated in the automatic pre-
dilution mode. The measurement result of the diluted sample is
automatically calculated by the Fuji Dri-Chem NX500.

e L

1. Insert the mixing cup containing the pre-diluted sample of the first
CRP test in the mixing cup rack (small hole of the mixing cup
towards you)

Insert slide (see ,Run a Sample”, step 1-4)
Insert pipette tips (Auto-Tips)

Place a new mixing cup in the mixing cup position

A

Fill the left chamber of the new mixing cup with 300puL cCRP
Diluent DL

6. Enter patient ID

7. Select species
8. Select predilution factor 3 11
Caution: selection of other dilution factors may produce
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